The identification of the isolate was using Biotyper Software version 4.0.14 (Date base:5989) and log (score) value reflect the probability of organism classification. This score was assigned according to the manufacturer's instructions: log(score) of < 1.69 was considered not to provide reliable identification; log(score) ≥ 1.70 and ≥1.99 is genus identification; log(score) ≥ 2.00 and ≥2.29 is probable species identification; log(score) ≥ 2.30 and ≥3.00 is highly probable specie identification.
